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ABSTRACT

We evaluated two dual-energy cone-beam computed tomography (DE-CBCT) methodologies for a bench-top
micro-CBCT system to reduce metal artifacts on reconstructed images. Two filter-based DE-CBCT methodolo-
gies were tested: (i) alternative spectral switching and (ii) simultaneous beam splitting. We employed filters of
0.6-mm-thick tin and 0.1-mm-thick tungsten to generate high- and low-energy spectra from 120 kVp X-rays,
respectively. The spectral switching method was imitated by two half scans with different filters (pseudo-switch-
ing). Filters were placed and between the X-ray tube and a phantom (‘1-u,’ ‘2-u’), a phantom and a flat panel
detector (‘1-d,’ ‘2-d’), and compared with (iii) two half scans at 80 and 140 kVp [pseudo-(80,140)]. For the
splitting method, two half-width filters were aligned along a rotating axis. Projections were separated into halves
and merged with corresponding areas of opposed projections after one full rotation. A solid 30-mm-diameter
acrylic phantom and an acrylic phantom with four 5-mm-diameter titanium rods were used. DE images were
generated by weighted summation of the high- and low-energy images. The blending factor was changed from
0 to +5 in increments of 0.01. Relative errors (REs) of the linear attenuation coefficients of the two phantoms
and the contrast-to-noise ratios (CNRs) between the titanium and acrylic regions were compared. All methods
showed zero REs except for the method (2-d). CNRs for pseudo-switching with upstream placement were 1.4-
fold larger than CNRs for the pseudo-(80,140) method. CNRs for the downstream placements were small. It
was concluded that the pseudo-switching method with upstream placement is appropriate for reducing metal
artifacts.

Keywords: dual-energy; cone-beam computed tomography; filtration; radiotherapy

INTRODUCTION
Computed tomography (CT) technology is important in radiation
therapy; for instance, treatment planning for individual patients is
based on CT images acquired by multidetector CT (MDCT) [1].
Also, at the time of treatment, the patient set-up can be based on
cone-beam CT (CBCT) images for the purpose of image guidance

[2]. CBCT images are acquired by a kilovolt X-ray source and a flat
panel detector (FPD) mounted on an L-shaped linac perpendicular
to the MV beam.

Artifacts in planning CT and CBCT images may lessen treat-
ment accuracy and potentially cause severe side effects for the
patient [3]. Especially in CBCT images, metal artifacts produced by

© The Author(s) 2018. Published by Oxford University Press on behalf of The Japan Radiation Research Society and Japanese Society for Radiation Oncology.
This is an Open Access article distributed under the terms of the Creative Commons Attribution Non-Commercial License (http://creativecommons.org/licenses/
by-nc/4.0/), which permits non-commercial re-use, distribution, and reproduction in any medium, provided the original work is properly cited. For commercial
re-use, please contact journals.permissions@oup.com

• 511

A Self-archived copy in
Kyoto University Research Information Repository

https://repository.kulib.kyoto-u.ac.jp

http://www.oxfordjournals.org
http://creativecommons.org/licenses/by-nc/4.0/
http://creativecommons.org/licenses/by-nc/4.0/


metal implants inside a patient may cause inaccuracy in CT num-
bers and the poor visualization of tumors and internal organs [4].
CT number inaccuracy is a critical problem if the CBCT image is
used to calculate the dose of the treatment day. Poor visualization
of the tumor may cause unnecessary dose to organs at risk (OARs).
Therefore, reduction of metal artifacts is highly desired.

Since the metal artifact produced by metal implants inside a
patient, which are, for instance, made of titanium, is caused by the
beam-hardening effect for continuous X-ray spectra, one of the
metal artifact reduction (MAR) methods is use of a pseudo-
monoenergetic X-ray image generated by dual-energy (DE)
imaging. A pseudo-monoenergetic X-ray image is generated by using
high- and low-energy X-rays. To obtain high- and low-energy data,
several methods have been developed and implemented in clinical
MDCT scanners: dual-source [5, 6], kVp switching [7], dual-layer
detectors [8], and photon-counting detectors [9]. For instance, kVp
switching is achieved by rapidly switching high and low X-ray tube
voltages over <0.2 ms. Eighty and 140 kVp X-rays are one of the
possible tube voltage combinations for DE imaging on MDCT.

Although DE imaging on MDCT has been introduced to treat-
ment planning [10], dual-source or special kV source and detectors,
such as mentioned above, have not been implemented in the CBCT
system on L-shaped linacs. Also, the maximum gantry speed of an
L-shaped linac is slow compared with that of MDCT, and is limited
to 6°/s, or 1 rpm, whereas that of MDCT is 1300°/s, or 216.7 rpm.
Thus, two full gantry rotations with different kV X-ray energies is a
time-consuming method. High- and low-energy data should be col-
lected during one gantry rotation.

The purpose of this study was to propose and demonstrate a
new concept of DE imaging methodology for the CBCT system,
which can be applied under the existing conditions of kV source
and detector specifications, and gantry rotation speed. Thus, we

proposed a filter-based DE method in which one X-ray spectrum is
divided into high- and low-energy spectra by metal filters. We
demonstrated two filter-based DE methods by our bench-top
micro-CBCT system, which has a kV-range X-ray tube and 50 ×
50 mm2 FPD. CT images of a 30-mm-diameter acrylic phantom
with four 5-mm-diameter titanium rods and a solid acrylic phantom
were used in both methods. For comparison, the two phantoms
were also used in DE imaging, imitating the kVp switching method.

MATERIALS AND METHODS
Image-based dual-energy imaging with spectral filtering

methodologies
We used an image-based dual-energy imaging method in this study
[5]. CTLow and CTHigh represent CT images that were recon-
structed from low- and high-energy projections, respectively. A
mixed dual-energy image (CTMix), can be generated as follows:

= ( − ) × + × ( )w wCT 1 CT CT , 1Mix Low High

where w ∈ R+ is a blending factor. R+ is a set of non-negative real
numbers. Since optimal blending factors for each of the DE meth-
ods might be dependent on each DE geometry, these can be deter-
mined by the following experiment and MAR evaluation. The
blending factor w used in this study ranged from 0 to +5 with dis-
crete increments of 0.01.

We evaluated two spectral filtering methods: an alternative spec-
tral switching method (Method 1) and a simultaneous beam-
splitting method that divides one X-ray spectrum using two separate
metal filters (Method 2). In both spectral filtering methods, 0.1-
mm-thick tungsten (W) and 0.6-mm-thick tin (Sn) plates (The
Nilaco Corporation, Tokyo, Japan) were used as the filters [11].
The purity of the W and Sn plates were 99.95% and 99.9%,

Fig. 1. Schematic drawing for (a) alternative spectral switching and (b) simultaneous beam-splitting methods.
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respectively. W and Sn plates generated low- and high-energy spec-
tra, respectively.

Schematic drawing of the alternative spectral switching method
is shown in Fig. 1a. One X-ray spectrum can be filtered to generate
low- and high-energy spectra by alternately inserting W and Sn fil-
ters between the X-ray source and the detector, ensuring that the
alternation of the two filters is fast compared with the maximum
gantry rotation speed (6°/s for an L-shaped linac).

Schematic drawing of the simultaneous beam-splitting method is
shown in Fig. 1b. Basically, only half of a gantry rotation is neces-
sary in order to reconstruct the full data of the volume of interest if
the beam is parallel. Thus, full gantry rotation gives two full datasets
of the volume of interest, and projections at θ and θ + 180° are
identical. In the simultaneous beam-splitting method, half-width W
and Sn filters are aligned side-by-side along the rotating axis of the
gantry. Complete low- or high-energy projections can be obtained
by flipping the projection at θ + 180° horizontally and merging
each half area to the corresponding half areas of projection at θ,
respectively.

Experiment
To demonstrate MAR by the different methods, we used W, Sn and
W + Sn filters, which are shown in Fig. 2a. W and Sn filters are
made of 0.1-mm-thick W and 0.6-mm-thick Sn plates with 60 ×
60 mm2 areas, and are sandwiched between two 75 × 70 mm2

acrylic plates (5 mm thick). The W + Sn filter was made of half-
width W and Sn plates with 60 × 30 mm2 areas. Two plates were
placed next to each other to make a 60 × 60 mm2 plate, which was
sandwiched between two 75 × 70 mm2 acrylic plates. One side of
the acrylic plate with 60 × 60 mm2 area was machined to a thick-
ness corresponding to W or Sn plate thickness to make a flat
surface. Experiments were performed by the in-house bench-top
micro-CBCT imaging system, which consists of an X-ray tube
(ERESCO 42 MF4, General Electric Co., Ahrensburg, Germany)
with a tungsten target and built-in filters made from 0.8-mm-thick
beryllium and 2-mm-thick aluminum, an FPD (Remote RadEye2,

Teledyne Rad-icon Imaging, Sunnyvale CA, USA) and a rotating
stage. The active area of the FPD was ~50 × 50 mm2 (1024 × 1024
pixel2). Pixel size was 48 × 48 μm2. Incident X-ray photons are
absorbed by a Gd2O2S scintillator plate, and scintillation photons
are detected by a 2D CMOS photodiode array. We used a 30-mm-
diameter solid acrylic phantom (acrylic-only phantom) as a refer-
ence phantom and a 30-mm-diameter acrylic phantom with four
5-mm-diameter titanium rods located concentrically (acrylic-titanium
phantom). A schematic drawing of the experimental set-up is shown
in Fig. 2b. The source-to-detector distance was 1000 mm, and the
source-to-rotation axis distance was 850 mm. Since the bench-top
micro-CBCT system could not rotate the X-ray tube and the FPD,
the phantom was rotated.

In this study, we developed a ‘pseudo-switching’ method to imi-
tate the alternative spectral switching method using W and Sn
filters. First, the acrylic-titanium phantom and the acrylic-only phan-
tom were scanned every 1° from 0° to 180° using the W filter.
Then, they were scanned every 1° from 0° to 180° using the Sn
filter. Thus, projection data were collected by W and Sn filters at
each projection angle. Both filters were placed upstream (42 mm
before the rotation axis of the phantom, [Method (1-u)]) and
downstream (in front of the FPD, [Method (1-d)]) with respect to
the phantom.

For the simultaneous beam-splitting method, or simply ‘splitting
method’, the two phantoms were scanned every 1° from 0° to 360°
using the W + Sn filter placed upstream [Method (2-u)] or down-
stream [Method (2-d)] with respect to the phantom. As mentioned
in Subsection 2.1, the projection at θ was split into half. The projec-
tion at θ + 180° was flipped horizontally and merged to the corre-
sponding half areas of the projection at θ to obtain full high- and
low-energy projection data.

For comparison, DE imaging with X-ray tube voltages of 80 and
140 kVp was performed. To imitate the kVp switching method, the
two phantoms were scanned every 1° from 0° to 180° by 80 kVp
X-rays. Then, the same scan was repeated with 140 kVp X-rays.
Thus, projection data were scanned by 80 and 140 kVp X-rays at
each projection angle. No additional metal filters were employed.

Fig. 2. (a) Phantoms and metal filters used for this study. (b) Experimental set-up for in-house bench-top cone-beam CT
system. FPD = flat panel detector. SDD = source-to-detector distance. SAD = source-to-rotation axis distance.
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We called this CT measurement the pseudo-(80,140) method
[Method (3)]. Thus, five DE-CBCT methods were performed. In
addition, single-energy CBCT (SE-CBCT) scanning was performed
with120 kVp X-rays.

X-ray tube conditions for each DE-CBCT method and SE-
CBCT method are shown in Table 1. X-ray tube currents and
exposure times were selected as pixel values of projection not to be
saturated. In addition, the maximum tube current for the X-ray tube
was 9.40 mA. Effective X-ray energies of the 120 kVp X-ray spec-
trum filtered by W and Sn filters were 64.2 and 84.5 keV, respect-
ively, while mean X-ray energies for 80, 120 or 140 kVp were 41.4,
53.3 and 58.9 keV, respectively. X-ray spectra were calculated by
Birch’s formula [12], as shown in Fig. 3. Pixels at the center column
of the FPD in the horizontal direction were extracted from each
high- or low-energy projection to make high- or low-energy sino-
grams. No smoothing, beam-hardening, or other corrections were
applied for the sinogram. High- and low-energy CT images for the
pseudo-switching, the splitting and the pseudo-(80,140) methods
were reconstructed using the maximum-likelihood expectation-maxi-
mization algorithm [13]. Linear attenuation coefficients (LACs),
μ [cm−1], were used as the pixel values of the reconstructed CT
images in this study. The mixed dual-energy images were created
using equation (1).

To compare the difference between DE-CBCT methods and
SE-CBCT methods, the delivered dose at the phantom position
should be the same as that for all CBCT methods. The following
measurements were demonstrated prior to the experiments. To esti-
mate the delivered dose at the phantom position, dose rates [mGy/
min] at the rotation axis of the phantom were measured by an
EXRADIN A3 REF chamber (Standard Imaging, Middleton, WI,
USA) and a RAMTECH 1000plus electrometer (TOYO MEDIC,
Tokyo, Japan) in dose rate mode with the phantom being removed.
From the dose rate and the exposure time of each set of X-ray tube
conditions, delivered doses for each CBCT method were estimated.
Therefore, delivered dose ratios to the pseudo-(80,140) method for
each CBCT method were obtained and summarized in Table 1.

MAR evaluation
An artifact index (AI) was usually used to quantify the MAR perform-
ance, which can be defined as the difference between the squares of
the standard deviations (SDs) of the LACs in the MAR region and
the background region of the same CT image obtained in clinical prac-
tice [14]. However, AI was the compromise indicator of the MAR,
since the reference image (which contains no metal material) cannot
be obtained in clinical practice. The MAR should be evaluated from
the difference between the LAC of the artifact region in the artifact
image and that of the corresponding region in the reference image. In
this study, the acrylic-titanium and acrylic-only phantoms were
scanned using each DE-CBCT method. Thus, the MAR was evaluated
from the relative error of the LACs in the artifact region of the acrylic-
titanium phantom image compared with that of the corresponding
region of the acrylic-only phantom image. In addition, a contrast-to-
noise ratio (CNR) between the titanium and acrylic regions in the
acrylic-titanium phantom was also calculated.

To calculate the relative error, rectangular regions of interest
(ROIs) of 150 × 52 pixel2 were set on the reconstructed DE images
with a blending factor of w, and they are shown in Fig. 4.

−ROIacrylic
acrylic titanium and −ROIacrylic

acrylic only were set on the acrylic between
two titanium rods on the acrylic-titanium phantom, in which a metal
artifact was generated, and on the corresponding region of the
acrylic-only phantom, respectively. Let μ̄ ( )− wacrylic

acrylic titanium and
μ̄ ( )− wacrylic

acrylic only , and ( )− wSDacrylic
acrylic titanium and ( )− wSDacrylic

acrylic only be the
averaged acrylic LACs and SDs in −ROIacrylic

acrylic titanium and
−ROIacrylic

acrylic only on the DE images with a blending factor of w,
respectively. A relative error of μ̄ ( )− wacrylic

acrylic titanium and
μ̄ ( )− wacrylic

acrylic only for each DE-CBCT method was calculated
( ( )wREacrylic ), which was defined as

μ μ

μ
( )[ ] =

¯ ( ) − ¯ ( )

¯ ( )
×

( )

− −

−w
w w

w
RE % 100.

2

acrylic
acrylic
acrylic titanium

acrylic
acrylic only

acrylic
acrylic only

Table 1. X-ray tube conditions for each dual-energy cone-beam computed tomography (CT) method and single-energy cone-
beam CT method

Dual-energy cone-beam
CT method

Energy or filter
placement

Tube voltage [kVp] Tube current [mA] Exposure time [s] Estimated delivered dose
ratio to pseudo-(80,140)
method

Pseudo-(80,140) Low/High 80/140 7.50/2.50 1.00/1.00 1.00

Pseudo-switching Upstream 120 7.50 1.00 0.24

Downstream 120 3.90 0.85 0.99

Splitting Upstream 120 7.50 1.00 0.25

Downstream 120 3.90 0.85 0.99

Single-energy cone-beam CT 120 2.50 1.00 0.36

pseudo-(80,140) = the method imitating the kVp switching method with 80 and 140 kVp.
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The blending factor, which showed zero relative error wRE = 0,
was determined for each DE-CBCT method.

To consider the contrast between metal and acrylic regions, a
CNR between the titanium and acrylic regions was calculated for
each DE-CBCT method. A circular ROI of 100 pixels in diameter
(ROItitanium) was set across the titanium rod in the acrylic-titanium
phantom (Fig. 4). −ROIacrylic

acrylic titanium and −ROIacrylic
acrylic only , and

ROItitanium had nearly the same area. Let μ̄ ( )− wtitanium
acrylic titanium and

( )− wSDtitanium
acrylic titanium be the averaged titanium LACs and SDs in

ROItitanium; the CNR of the DE image of the blending factor of w
for each DE-CBCT method was defined as

μ μ
( ) =

¯ ( ) − ¯ ( )

( ) + ( )
( )

− −

− −
w

w w

w w
CNR

SD SD
. 3titanium

acrylic titanium
acrylic
acrylic titanium

titanium
acrylic titanium 2

acrylic
acrylic titanium 2

The blending factor, which showed maximum CNR wMaxCNR,
was determined for each DE-CBCT method.

To quantify the MAR performance accurately and quantitatively,
the relative error and CNR were necessary to be taken into account
simultaneously. Thus, we proposed a specific figure-of-merit (FoM)
for this study. The proposed FoM of the DE image of blending
factor of w for each DE-CBCT method was defined as

⎛
⎝⎜

⎞
⎠⎟σ

σ

( ) = ( ) × −
( )

≡ ( )
( )

( )

w w
w

P

FoM CNR exp
RE /100

2
,

Range of RE /100
1

2 ln 1/
. 4

acrylic
2

acrylic
expect

σ was the standard deviation of the Gaussian distribution. We
assumed that ±2.5% of relative error value ((Range of REacrylic)/
100 = 0.05) was expected to have >90% probability of a Gaussian
distribution (Pexpect = 0.9). Thus, σ was set as 0.11 in this study.
The exponential term in equation (4) shows the proposed FoM
should have the highest value at REacrylic = 0 [%], and a non-zero
value only around REacrylic = 0 [%]. Thus, the FoM had a small
value if the difference between wMaxCNR and wRE = 0 was large. The
blending factor, which showed maximum FoM wMaxFoM, was deter-
mined for each DE-CBCT method. FoM was a dimensionless quan-
tity and we considered that larger FoM values showed higher MAR
performance.

Moreover, the AI was also calculated as a conventional MAR
evaluation. The ROI of 100 × 52 pixel2 were set on the background
region in the acrylic-titanium phantom ( −ROIbackground

acrylic titanium, Fig. 4).
Let ( )− wSDbackground

acrylic titanium be the standard deviations in
−ROIbackground

acrylic titanium. AIs were calculated for the DE images of the
blending factor of w, which was defined as

( ) = ( ) − ( ) ( )− −w w wAI SD SD . 5acrylic
acrylic titanium 2

background
acrylic titanium 2

The blending factor, which showed the minimum AI wMinAI, was
determined for each DE-CBCT method.

Due to the limitation of the maximum current of the X-ray tube
used in this study, the delivered dose ratios of the pseudo-switching

Fig. 3. X-ray spectra for (a) 120 kVp and 120 kVp filtered by 0.6-mm-thick tin plate or 0.1-mm-thick tungsten plate and (b) 80
and 140 kVp.

Fig. 4. Regions-of-interest (ROIs) for titanium and acrylic
areas in acrylic-titanium and acrylic-only phantoms.
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(0.24) and the splitting (0.25) method with filter placed upstream,
and that for the SE-CBCT method (0.36), were lower than that of
the pseudo-(80,140) method (1.00). Thus, we adjusted the mea-
sured standard deviations (multiplied by =0.24 0.49 ,

=0.25 0.50 and =0.36 0.60 for the pseudo-switching, the
splitting, and SE-CBCT methods, respectively) to take the lower
dose into account [5, 6].

RESULTS
Projections at 0° obtained by the splitting method with the W + Sn
filter placed up- and downstream with respect to the phantom are
shown in Fig. 5a and b, respectively. The W + Sn filter had an over-
lapping region at the boundary. Pixel value profiles along the dotted
lines for the up- and downstream filter placement are shown in
Fig. 5c and d, respectively. The effect of the overlapping region was
large for the W + Sn filter placed upstream, since the size of the
overlapping region size was magnified by 1.18. This effect would
cause the artifact in the center of a reconstructed CT image. In add-
ition, the fluctuations of the pixel value profile obtained in the Sn fil-
ter region were larger than those obtained in the W filter region.

Fluctuations of the pixel value profile obtained by the downstream
filter placement was enhanced due to scattered X-rays from the
W + Sn filter. CTLow and CTHigh images for each DE-CBCT meth-
od are shown in Fig. 6.

Relative errors given by equation (2) for each DE-CBCT meth-
od are shown in Fig. 7a. All methods had the blending factor, which
shows zero relative error, wRE = 0, in this range, except for the
splitting method with the downstream filter placement. The value
wRE = 0 for the method would exist out of range. The value wRE = 0

was high with the use of the splitting method and the downstream
filter placement. CNRs, and numerators and denominators of CNRs
for each DE-CBCT method, are shown in Fig. 7b–d. CNRs had
local maxima for each DE-CBCT method. Each wMaxCNR was nearly
the same blending factor, which showed local minima of denomin-
ator of CNRs. The CNR for the pseudo-switching method with
upstream filter placement was 1.4-fold larger than that for the pseu-
do-(80,140) method, while other methods had smaller values than
that for the pseudo-(80,140) method. CNRs for the upstream filter
placement were larger than those for the downstream filter place-
ment. FoMs for each DE-CBCT method are shown in Fig. 7e.
Considering the relative errors and CNRs simultaneously, the

Fig. 5. Projections at 0° with the filter placed (a) upstream and (b) downstream with respect to the phantom. Although,
saturations of pixel value were observed on the upper left corner of each projection, only pixel values on dotted lines of each
projections were extracted for the image reconstruction. Pixel profiles on the dotted line of projections for (c) upstream and
(d) downstream filter placement. WL = window level, WW = window width.
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pseudo-switching method with upstream filter placement had the
largest FoM of 20.4, while pseudo-(80,140) method had a FoM of
14.5. The minimum AIs for each DE-CBCT method were
0.02–0.03, except for the pseudo-(80,140), for which AI was 0.08,
and they are shown in Fig. 7f. wRE = 0, wMaxCNR and maximum
CNR values, wMaxFoM and maximum FoM values, and wMinAI and
minimum AI for each DE-CBCT method are summarized in
Table 2. Those were optimal blending factors for each evaluation
and for each DE-CBCT method in this study.

Figure 8 shows the CT images of SE-CBCT and the pseudo-
switching method with upstream filter placement, which showed
maximum FoM. A metal artifact was evident in the SE-CBCT
image. Relative error, CNR, FoM and AI for the SE-CBCT method
were 27.0%, 39.6, 1.86 and 0.05, respectively. The metal artifact was
visibly and greatly reduced by the pseudo-switching method with
upstream filter placement.

DISCUSSION
The purpose of this study was to propose and prove the new
concept of the DE-CBCT method. Therefore, we proposed two
filter-based DE-CBCT methodologies and demonstrated those
experimentally, comparing them with the DE imaging method imi-
tating the conventional kVp switching method. MAR performances
for each method were evaluated from the relative error of acrylic
LACs in two phantom images, the CNR between titanium and
acrylic LACs, and the combined indicator, FoM. To our knowledge,
there were no studies that used such values to evaluate MAR per-
formance. In this study, the pseudo-switching method with
upstream filter placement had the largest FoM compared with
others, due to the small difference between and wRE = 0 and
wMaxCNR. Therefore, the pseudo-switching method with upstream
filter placement would be appropriate for MAR. In addition, com-
pared with the SE-CBCT method, the metal artifact was drastically
reduced in the pseudo-switching method with upstream filter place-
ment (Fig. 8).

From the results, large changes in the relative errors for the
pseudo-(80,140) method were observed, while the relative error
changes for the two filter-based DE-CBCT methods were small.
This was because the change in the LAC gradually declined as the
X-ray spectrum became harder. Note that the effective energies of
low- and high-energy components for 120 kVp X-rays filtered by W
and Sn plates were 64.2 and 84.5 keV, respectively, whereas those
for 80 and 140 kVp were 41.4 and 58.9 keV, respectively. Also, the
number of high-energy scattered X-rays from the filter was increased
when the metal filters were placed downstream with respect to the
phantom. Thus, the relative error change became small in the case
of the downstream filter placement. Moreover, since the X-ray beam
was split in half in the splitting method, high- and low-energy data
were softened and hardened, respectively, by scattered X-rays from
the Sn and W plates. The effect described above resulted in the
smaller difference between the effective energies after passing W
and Sn filters. Thus, the relative error change became small by using
the splitting method.

The maximum CNR for the pseudo-switching method with the
upstream filter placement was larger than that for the pseudo-
(80,140) method, while those for the other proposed methods were
small. The numerator of the CNR depends on the X-ray energy,
since the difference between the LACs is large when the X-ray
energy is low. Thus, the numerator of the CNR for the pseudo-
(80,140) method had larger values than those for other methods in
almost all the blending factor range. However, the definition of the
CNR contains the square-root of the sum of squares of standard
deviations in the denominator and highly depends on the denomin-
ator. Local minima of the denominator for the pseudo-(80,140) and
the pseudo-switching methods with the upstream filter placement
were 0.12 and 0.06, respectively. Thus, the pseudo-switching meth-
ods with the upstream filter placement had a larger CNR value than
other DE-CBCT methods. In addition, CNR values for the splitting
methods were small. That was because the amount of scattered
X-rays was large, thus making the denominator of CNR large. Note

Fig. 6. CT images that were reconstructed from low- and high-energy projections (CTLow and CTHigh, respectively) for each
filter-based dual-energy cone-beam CT method. p(80,140) = the method imitating the kVp switching method with 80 and
140 kVp, pSwitching = pseudo-switching method, WL = window level, WW = window width.
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that the CNR for the SE-CBCT method showed the highest value,
even when a metal artifact was produced. MAR should not be evalu-
ated only with CNR values. Thus, the FoM was recommended.

Moreover, the AI was also calculated for comparison purposes.
In Fig. 7f, the difference between the proposed filter-based DE-
CBCT methods and the pseudo-(80,140) method could be
detected. However, differences between each filter-based DE-CBCT
method could not be detected, since the sensitivity of the AI was
small. In addition to the above, especially, from the point of view of
the definition, the FoM was a good indicator for accurate and quan-
titative MAR performance evaluation.

Several authors developed the DE-CBCT methodology [15–18].
However, they collected high- and low-energy projections by scan-
ning the inspected subject twice. As mentioned above, since the
maximum gantry rotation speed of an L-shaped linac is limited to
6°/s, two scans is time-consuming. Yamazaki et al. developed the
asymmetric-filter DE-CBCT methodology [19]. They considered
DE-CBCT methodologies such as the simultaneous beam-splitting
method, which can give high- and low-energy projection data in one
gantry rotation. However, the asymmetric-filter DE-CBCT method-
ology was only demonstrated in silico. With the results of this study,
we proved that the simultaneous beam-splitting method can reduce

Fig. 7. (a) Relative errors, (b) contrast-to-noise ratio (CNR), (c) numerator and (d) denominator of CNR, (e) figure-of-merit
and (f) artifact index for each dual-energy cone-beam CT method.
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a metal artifact on CBCT images. However, this method will pro-
duce additional artifacts in the center of the CT image if an overlap-
ping region between the two filters exists.

One way to achieve the alternative spectral switching method on
a clinical CBCT system is to use a rotating disk attached to two
half-filters. For instance, to obtain each high- and low-energy projec-
tion, for every one-degree gantry rotation with 6°/s, the filter rota-
tion speed should be ~1080°/s, or 180 rpm, and can be achieved
easily. In addition, one should note that the differences between the
bench-top micro-CBCT system and the clinical CBCT system for
the L-shaped linac are the size of a FPD and the existence of a

couch for setting a phantom or a patient. The size of a typical FPD
mounted on an L-shaped linac is 300 × 400 mm2, whereas the size
of an FPD for the bench-top micro-CBCT system is 50 × 50 mm2.
Also, patients are always on the couch; thus, not only the patient
but also the couch is projected to all projections.

Two limitations existed in this study. First, the reconstruction of
pseudo-(80,140) data and pseudo-switching data were based on
ideal conditions that did not consider the angle gap between high-
and low-energy projections. For the use of the rotating disk filter,
such sparseness of projection angles should be considered. Second,
the proposed filter-based DE-CBCT methods were not demon-
strated by an anthropomorphic phantom and clinical CBCT system,
but by a bench-top micro-CBCT system. Since the purpose of this
study was to propose and prove the new concept of the DE-CBCT
method, the filter-based DE-CBCT was demonstrated by the simple
phantom. In addition, several modifications were required in order
to demonstrate the proposed methods on the clinical CBCT system
for linac, as follows: (i) it is difficult to remove the external housing
of the kilovolt source and detector and attach the metal filters dir-
ectly, and (ii) the system cannot irradiate kilovolt X-rays with flex-
ible tube conditions. Demonstration of the proposed DE-CBCT
method on a clinical CBCT system is a future work.

CONCLUSION
We proposed and proved filter-based DE-CBCT methodologies on
a bench-top micro-CBCT system. Two filter-based methods were
tested for their ability to reduce a metal artifact generated by four
titanium rods inserted in an acrylic phantom. Based on the experi-
ment and its evaluation, switching metal filters alternatively between
the X-ray tube and the phantom would result in substantial MAR.
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Table 2. Blending factors that show the zero relative error of the acrylic linear attenuation coefficient (REacrylic), or wMinRE,
for each dual-energy cone-beam CT method

Upstream Downstream

Evaluation index p(80,140) pSwitching Splitting pSwitching Splitting

REacrylic = 0 [%] wRE = 0 1.68 0.91 3.80 2.07 –

CNR wMaxCNR 1.41 0.51 0.18 0.65 0.13

Maximum 16.9 22.3 12.1 15.3 9.92

FoM wMaxFoM 1.63 0.80 0.51 1.11 0.02

Maximum 14.5 20.4 3.45 7.32 0.93

AI wMinAI 1.63 1.48 1.23 1.49 1.06

Minimum 0.08 0.02 0.02 0.02 0.03

CNR, FoM and AI had maximum values with blending factors of wMaxCNR, wMaxFoM and wMinAI. wMaxCNR, wMaxFoM or wMinAI are the blending factors that showed max-
imum CNR, maximum FoM or minimum AI, respectively. p(80,140) = the method imitating the kVp switching method with 80 and 140 kVp, pSwitching = pseudo-
switching method, CNR = contrast-to-noise ratio, FoM = figure-of-merit, AI = artifact index.

Fig. 8. Images for the single-energy cone-beam CT (SE-
CBCT) method and the filter-based dual-energy cone-beam
CT (DE-CBCT) method, which showed the maximum
figure-of-merit (FoM). WL = window level, WW = window
width.
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